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ABSTRACT 

Earth-observing satellite sensors are calibrated in the laboratory against blackbody and lamp-based uniform optical 
radiation standards.  These sources and additional characterization tests fail to approximate the spatially, spectrally, and 
temporally complex scenes viewed on-orbit by these sensors.  The lack of appropriate diagnostic tools limits the ability 
of researchers to fully characterize and understand the radiometric performance of sensors before deployment.  The 
consequences of these limitations are that problems in a sensor’s performance, e.g. optical crosstalk, scattered light, 
earth-shine, are often first observed on-orbit.  Advanced radiometric characterization artifacts, able to produce realistic 
spectral distributions and spatial scenes in the laboratory, would enable more complete instrument characterization, with 
the resulting potential benefit of improved on-orbit performance. 

In this work, we present a radiometric platform for the development of application-specific metrics to quantify the 
performance of sensors and systems viewing realistic spectral and spatial scenes.  There are two components to the 
platform, both based on Digital Micromirror Device (DMD) technology.  The first component is a spectrally 
programmable light source. This source can reproduce, with high fidelity, the spectral distributions of targets observed 
on-orbit, for example, the water-leaving radiances for various phytoplankton chlorophyll-a concentrations and 
atmospheric conditions.  The second component is a spatially programmable projection system.  This system uses the 
programmable spectral distributions from the light source as basis functions to generate complex spatial scenes with 
true spectral content.  Using this platform, sensor and system performance may be quantified in terms of the accuracy of 
measurements of standardized sets of complex source distributions.  In essence, the programmable source will be a 
radiometric platform for advanced sensor characterization, enabling a pre-flight validation of the pre-flight calibration.  
The same platform can also serve as a basis for algorithm testing and instrument comparison.  With the same 
fundamental technology, platforms can be developed to cover the full reflected solar region; similar platforms can in 
principle be developed for the thermal IR region as well.   
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1. INTRODUCTION 
Ideally, remote sensing satellite sensor performance is validated using a source with radiometric characteristics similar 
to those that will be seen on-orbit.  Simpler source distributions are useful for the radiometric characterization of 
sensors.  For multi-band instruments with multiple detectors per band, artifacts within the focal plane are a principal 
concern in instrument performance.  For example optical crosstalk, the contamination of the measurement in one band 
by light scattered from another band, is a well-known artifact [1].  Testing for crosstalk has been done by viewing slits 
of varying width, generally slits illuminated by quartz halogen lamps.  In some cases, filters over the slits have been 
used to better approximate the spectral shape of the Earth-exiting radiance [2].  A simple set of test scenes of narrow 
stripes of light of varying color in the along track direction of instrument onboard the spacecraft is ideal to test for 
crosstalk, as is a set of similar scenes in the cross track direction.  This can be done using a monochromator with 
variable slit widths as a light source.  However, changes in the slit widths can be cumbersome and optical considerations 
may require curved slits to maintain a monochromatic exit beam.  In addition, the flux level from monochromator-based 
light sources is generally low.  Simple external scenes with stripes of different widths, flux levels, colors, and 
orientations can provide a much improved diagnostic test of crosstalk within a focal plane. 
 
Simple, unambiguous test scenes can be central to the pre-launch testing of artifacts in Earth-observing satellite 
instruments.  For example, stray light contamination in a scene due to a finite point-spread response (spatial out-of-field 
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stray light) is a common problem in remote sensing ocean color instruments.  A simple scene consisting of dark and 
extended cloud-like sections can provide a test for spatial out-of-field stray light.  For diagnostic purposes, the scene can 
have sharp bright-to-dark transitions.  For additional testing, the scenes can mimic the gradual transition of light 
intensity at the edges of clouds.  By adding control over the spectral composition of a scene, instrument response to the 
bright-to-dark transition at a coast line can also be diagnosed and tested. 
 
More complex test scenes, representative of those observed on-orbit, can be used to validate the radiometric 
characterization and calibration of sensors in the laboratory.  More efficient utilization of resources can be achieved by 
combining individual test, characterization, and calibration procedures that are required for a thorough understanding of 
a sensor’s performance into procedures that utilize these advanced radiometric platforms. 
 
In this work, we discuss a fully integrated radiometric characterization and calibration platform called a Hyperspectral 
Image Projector (HIP) that would have the capability of generating standardized sets of spatially complex scenes with 
high spectral fidelity [3-6].  In Section 2, we describe the components of the HIP system, a Spectrally Tunable Source, 
capable of generating complex spectral distributions, and a spatial projection system.  In Section 3, we describe the 
realized bench-top HIP system. 

2. HYPERSPECTRAL IMAGE PROJECTOR (HIP) 
Hyperspectral Image Projectors (HIP), based on Digital Light Processing (DLP) [7] micromirror array technology, 
project dynamic 2-dimensional (2D) hyperspectral scenes in the visible through the short-wave infrared for the 
characterization, calibration, and validation of multi-spectral and hyperspectral imagers.  With the HIP, spatially 
structured scenes of known spectral radiance are projected into the unit-under-test (UUT) through a collimator, and the 
measured spectral radiance in every pixel is compared with the projected value.  In its most general form, the HIP 
projects different arbitrarily programmable spectra into each spatial pixel of a 2D image [4-6].  The projected scenes can 
be either computer-generated using a radiative transfer model coupled to a signature database or derived from actual 
field measurements.  The HIP enables assessment of sensor performance for a defined set of land and ocean 
compositions and varying atmospheric conditions expected to be viewed by the sensor on-orbit.  
 
The projected radiances are determined using a calibrated reference imager viewing the same scene.  The reference 
imager will be characterized on the NIST facility for Spectral Irradiance and Radiance responsivity Calibrations using 
Uniform Sources (SIRCUS) [8] and images corrected for both spectral [9] and spatial scattered light [10]. 
 
The HIP is schematically illustrated Fig. 1.  It consists of a spectral engine coupled to a spatial engine.  The spectral 
engine [11] produces a series of programmable spectra, which we call basis spectra. These could be, for example, the 
endmember spectra (e.g., spectra of the composite materials) of a real hyperspectral image that is to be projected, or 
simply Gaussian-like spectral distributions with different center wavelengths.  The spatial engine projects the basis 
spectra, in the correct proportions in each spectral region, sequentially to create a time-averaged spatially complex scene 
with realistic spectral content.  In the following we first describe the spectral engine and spatial engines separately, then 
in combination. 
 
The spectral engine 
 
The spectral engine works as follows.  Light from a broadband source is fiber-coupled into the spectral engine through 
an entrance slit (not shown in the figure).  The light is collimated by mirror M1 and reflected onto Prism1.  The 
spectrally dispersed output of Prism1 is imaged by mirror M2 onto a digital micromirror device (DMD).  This is an 
array of mirrors having, for example, 1024 columns and 768 rows.  This portion of the spectral engine is identical in 
concept and design to a conventional spectrograph, with the DMD replacing a standard two-dimensional charge-coupled 
device (CCD) detector array.  As in a spectrograph, an image of the entrance slit is formed on the DMD array, with a 
particular incident wavelength imaged onto a specific columnar region. Thus, each of the DMD columns in Fig. 1 
reflects a different center wavelength with a spectral bandwidth λ1 to λ2 determined by the dispersion of the prism. 
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Figure 1.  Schematic of the Hyperspectral Image Projector (HIP) concept.  The series of endmember spectra 
produced by the spectral engine illuminate the spatial engine, which synchronously projects the 
corresponding abundance images into the Unit Under Test (UUT).   The DMD and SLM are shown edge-on 
in this schematic.  The full set of endmember spectra and corresponding abundance images are displayed 
within the integration time of the UUT, which then measures the projected hyperspectral scene.  Truth data 
comes from an on-board calibrator, consisting of a wavelength standard and calibration detector.  The on-
board calibrator has a scale transferred from the NIST Reference Instrument, which alternately views the 
same scene as the UUT during calibration of HIP at NIST. 

 
A binary spectral image sent to the DMD from the computer determines which DMD micromirrors are “on” and which 
are “off.”  “On” micromirrors are tilted clockwise (+12° about the micromirror diagonal) from the DMD normal; “Off” 
micromirrors are tilted counterclockwise (–12° about the micromirror diagonal) from the DMD.  On mirrors reflect the 
light towards mirror M3 while off mirrors reflect the light into a beam trap.  Mirror M3 collects the light from the on-
state DMD micromirrors and collimates it onto Prism2.  This prism is oriented such that spectrally dispersed light is re-
combined spatially, as in a double subtractive spectrograph.  Mirrors M4 and M5 focus the output of the spectral engine 
to a circular spot having a diameter of about 5 mm and feed it into a beam homogenizer.  This is long rectangular tube 
with open ends having walls made from four flat specular mirrors.  Through multiple internal reflections from these 
highly reflective walls, the circular, spatially non-uniform input beam is reshaped into a spatially uniform output beam 
having a rectangular cross section that matches that of the spatial light modulator (SLM) of the spatial engine.  During 
normal projection operations, the output beam of the homogenizer is sent directly into the spatial engine. 
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To a first order approximation, the fraction of the 768 micromirrors in each DMD column that are “on” determines the 
relative spectral intensity at the wavelength corresponding to that column reflected onto mirror M3.  Thus, at any instant 
in time, the spectral engine can generate an arbitrary spectrum, such as a member of a set of endmember spectra derived 
from a desired hyperspectral scene, within the spectral range of the spectrograph and with the resolution determined by 
the spectrograph design.  The spectral engine can cycle through spectra at rates up to 16 kHz, which is the binary image 
update rate of the DMD. 
 
The wavelength standard and calibration detector shown in the spectral engine of Fig. 1 are used during calibration 
operations.  These are automated operations that typically take on the order of 30 s or less.  If a calibrated, stable 
detector is used, the source can be calibrated absolutely against the reference detector.  Si detectors covering the 350 nm 
to 1100 nm spectral window have been shown to be stable over years.  Similar results have been obtained for InGaAs 
detectors covering the 900 nm to 1.7 µm spectral range.  Thus the calibration can in principle be maintained in the field 
for lengthy periods.  Independent of the spatial engine, the absolute, detector-based spectral engine, able to generate 
arbitrary, user-defined spectral distributions, represents a significant advance over conventional calibration sources, 
which have limited spectral distributions and must be sent back to a calibration laboratory routinely for re-calibration.  
In its most basic design, the spectral engine can accept any fiber-optically coupled input source, and the output can be 
sent to a fiber bundle or light guide.  It is meant to be rack-mountable.  Its design is similar to the Newport 
Corporation’s discontinued Lambda Commander product, developed as a programmable source to support the 
telecommunications industry [12].   
 
The Lambda Commander used Amplified Spontaneous Emission (ASE) sources in the 1400 nm to 1600 nm spectral 
range.  We envision expanding the spectral coverage using newly developed supercontinuum (SC) sources [13].  These 
sources have several mW/nm of spectral radiant power density and currently cover the spectral range from 450 nm to 
2500 nm.  To date, emission from SC sources has been demonstrated down to approximately 350 nm.  The spectral 
power distribution from a commercial SC source is shown in Fig. 2 [13].  In these sources, the light is generated in a 
single mode, ‘holey’ fiber with a core diameter of approximately 5 µm.  While the light is often subsequently coupled 
into a larger core diameter light guide, inputting the light from the single mode fiber directly into the spectral engine 
would correspond to the spectral engine having a 5 µm wide entrance slit.  The entrance slit width is one of the 
determining elements in a spectrograph’s spectral resolution, with narrower slit widths corresponding to higher spectral 
resolution.  However, for typical extended area sources, reducing the entrance slit width concurrently reduces the 
amount of incident flux incident on the DMD.  For the SC, in principle, none of the incident flux is lost as the slit is 
narrowed down to 5 µm, meaning the SC-based light engine can have both high radiant flux and high spectral 
resolution. 
 
The spatial engine 
 
The spatial engine works as follows.  The light from the spectral engine is passed through the spatial engine 
illumination optics, which serves to provide spatially uniform illumination of the spatial light modulator (SLM) (Fig. 1).  
The SLM can be a DMD, a liquid crystal on silicon (LCOS) array, or any other suitable transmissive or reflective high-
resolution spatial light modulator that can display the grey scale abundance image.  We are currently using DMDs as the 
spatial engine SLM, but LCOS arrays could replace the DMDs.  The 2D spatial image displayed on the SLM is at the 
focus of a collimator that fills the entrance pupil of the UUT and, alternately, the reference instrument.  Unwanted 
spatial light from the SLM is captured by the spatial engine trap.  Contrast ratio is an important consideration in the 
spatial projection system.  Spatially scattered light, originating for example from the edges of the mirrors in the DMD, 
in a scene reduces the bright-to-dark contrast and can potentially limit the capability of these systems to characterize the 
response of satellite sensors to complex scenes.  Contrast ratios of 7500:1, currently available in commercial DMD 
projection systems [14], should be sufficient for testing purposes. 
 
The flip mirror, Gershun tube, and calibration detector are used only for calibration.  The calibration detector could in 
principle be a large area single element detector, or a 2-d array detector (e.g. a CCD).  The calibration detector is 
calibrated by the reference instrument at some point, and is then expected to maintain the scale for some period of time, 
to be determined empirically. 
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Figure 2.  Output spectrum from a supercontinuum source [13]. 
 
The full 2D HIP works as follows.  The spectral engine DMD and the spatial engine SLM both display their respective 
images in sync with a trigger pulse.  Successive pulses trigger the production of the successive endmember spectra on 
the spectral engine and the corresponding abundance images on the spatial engine.  The trigger is derived from the UUT 
so as to synchronize frame rates to avoid temporal aliasing.  The complete set of endmember spectra and associated 
abundance images are displayed within the integration time of the UUT.  Alternately, each member of the set is 
synchronously captured as a separate UUT frame and the frames are co-added in software.  
 
Consider, as a simple example, a multi-spectral or hyperspectral UUT based upon a 2D staring focal plane array, with 
1:1 mapping of HIP spatial pixels to UUT pixels, and consider the ideal situation in which aberrations, scattered light, 
air transmittance, and other contaminating effects are ignored.  During its integration time, each pixel of this UUT is 
exposed to all endmember spectra in proportion to the corresponding levels coded for that pixel in the abundance 
images.  Any pixel’s temporally-integrated spectrum is then a linear combination of the endmember spectra. The counts 
from any spatial pixel of the UUT collected during the integration time then represent the radiance from the real scene 
from which the endmember spectra and abundance images were derived.  While there are, in reality, several 
contaminating effects to be properly dealt with, to first order the HIP is indeed capable of simulating reality in that 
every pixel of a projected 2D image can have any spectrum.  In addition, many of these effects, present in a real image, 
are properly accounted for with the reference instrument if they are stable. 
 
Fig. 1 is merely a schematic representation of the concept.  Any of the optics in Fig. 1 may of course be lenses instead 
of mirrors, and the dispersing elements may be transmissive or reflective gratings instead of prisms.  The illumination 
and collimation optics in the spatial engine will be specially designed reflective or refractive subsystems, rather than 
single element lenses as drawn in the schematic.  Multi-chip (up to 6 DMD elements) cinematic projection systems are 
commercially available.  Utilization of multi-chip strategies improves the available power available for a given set of 
basis spectra, because we are using a time-division multiplexing scheme to produce the hyperspectral image.   

3. REALIZATION OF BENCH-TOP HIP 
A bench-top HIP has been realized [6].  The layout is shown in Figure 3, with the red solid line showing the optical 
path.  Figure 4 shows an image of the earth projected onto a screen, with the reference camera in the foreground.  In 
Ref. 6, we introduced the concept of using the Sequential Maximum Angle Convex Cone (SMACC) algorithm for 
automatic dimensional reduction to prepare real data cubes for projection with HIP in broadband mode, and provided a 
detailed example, including spectrally matching the endmember spectra.  We have demonstrated the prototype HIP for 
projection of three spectral planes, such as standard RGB images. 
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